Misalignment in FEVAR. Technique to ensure cannulation of target arteries in PMEG: in vitro test. Proposal for an *off the shelf* device

Ciro Baeza Bermejillo
Fundación Jiménez Díaz (Madrid)
Disclosure

Speaker name:

.....CIRO BAEZA

I have the following potential conflicts of interest to report:

☐ Consulting
☐ Employment in industry
☐ Stockholder of a healthcare company
☐ Owner of a healthcare company
☐ Other(s)
☒ I do not have any potential conflict of interest
Visceral Aorta:

No possibility of through&through technique

Perhaps if...
FEVAR Technique

New Technique
OFF THE SHELF DEVICE PROPOSAL

- NO MISSALIGNMENT
- SINGLE VASCULAR ACCESS
- LOW PROFILE
- FASTER
- LOW CONTRAST
- LOW RADIATION