The wire crossed the lesion, the balloon doesn’t: What else?
Disclosure
Roberto Ferraresi, MD

No conflict of interest with this lecture
1. High trackability devices, high support wires

2. Long 4F sheaths to increase support

3. Piercing/cracking/DEKIAP technique

4. Screwing technique

5. Téléphérique technique
1. High trackability devices, high support wires

2. Long 4F sheaths to increase support

3. Piercing/cracking/DEKIAP technique

4. Screwing technique

5. Téléphérique technique
1. High trackability devices, high support wires

2. Long 4F sheaths to increase support

3. Piercing/cracking/DEKIAP technique

4. Screwing technique

5. Téléphérique technique
Intraluminal piercing
1.5x20 mm OTW balloon
Single marker
Outer piercing
1.5x20 mm
Armada XT balloon
Extreme Angioplasty – DEKIAP Technique

Direct Extraluminal Kalcium Interruption Arterial Procedure

Courtesy Steven Kum
1. High trackability devices, high support wires

2. Long 4F sheaths to increase support

3. Piercing/cracking/DEKIAP technique

4. Screwing technique

5. Téléphérique technique
1. High trackability devices, high support wires

2. Long 4F sheaths to increase support

3. Piercing/cracking/DEKIAP technique

4. Screwing technique

5. Téléphérique technique
Step-by-step approach

1. High trackability devices, high support wires
2. Long 4F sheaths to increase support
3. Piercing/cracking/DEKIAP technique
4. Screwing technique
5. Téléphérique technique